[Determination of trace arsenic using GFAAS with metal-coated graphite tube].
The sensitivity, precision and disturbance-resisting property were studied by using metal-coated graphite tube for electrically heated atomic absorption spectrometry. The surface characteristic of the metal-coated graphite tube was studied by using X-ray diffraction meter and scanning electron microscope. The mechanism of satisfactory performance was discussed.